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DESCRIPTION: Portable Gas Detector – Inspection and Calibration FREQUENCY:  

LOCATION:  STANDARD JOB No.:  
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 SCOPE 
 Inspection and calibration of portable Gas Detector to ensure ongoing functionality and equipment is safe for use. 
  

 
 Work to be issued with alignment (same day) to the Required Start Date (RSD) in the work order to ensure 
Inspection and Calibration completed by the Next Due Service Date. 

  
 TASK 
 Inspection and calibration to be completed by authorised personal as per manufacturer’s requirements.  
  
  
 REQUIREMENTS 
 Instrument calibrated and certified safe for continued use. 
 Certificate of inspection and calibration shall be provided. 
 An individual report is required for each portable Gas Detector serviced. 

 
Notify Urban Utilities if portable Gas Detector is deemed unserviceable or if further repair work is required to return 
to service. 

  
  
  
  
  
  
  
  
  
  

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 


